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An atmospheric pressure ionization mass spectrometri c (API-MS) 
method was studied for the determination of residual NO in hi- 
gh purity N 2 gas. The API-MS is very sensitive to NO, but the 
presence or 0^ interfares with the NO measurement. Nitrogen 
gas in cylinders as sample gas was mixed with NO standard gas 
and/ or 0 2 standard gas, and the gas was introduced into API- 
MS. The calibration curves of NO and 0 has linearity in the 
region of 0 - 2 ppm, but the slopes changed at every cylinder. 
Ef-fect of 0 2 on N0+ peak was additive and proportional to 0 2 
concentration in the range of 0 - 0.5 ppm. The increase in 
N0+ intensity due to 0 was (0.07 - 0.13)$/0 2 , 1 ppm. Deter- 
mination of NO and 0 2 was carried out by standard addition me- 
thod to eliminate the influence of variation of slopes. The 
interference due to 0 was estimated from the product of the 
0 concentration and the ratio of slope A to slope B. The 
slope A is the change in the N0+ intensity with the 0 concen 

concentration . 
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DETERMINATION OF NITROGEN MONOXIDE IN HIGH PURITY NITROGEN GAS WITH 
AN ATMOSPHERIC PRESSURE IONIZATION MASS SPECTROMETER 


Kenji Kato et al. 

1 . GENERAL 

The accurate concentration level of nitrogen mono-oxide 
remaining in the high concentration nitrogen that is widely 
used as the gas for dilution and the zero gas is not known 
today. The chemical spectral analysis has been considered one 
of the most accurate methods to analyze nitrogen mono-oxide; 
yet, this method is not good enough to accurately determine 
the remaining nitrogen mono-oxide. Authors have been studying 
the highly sensitive method to determine nitrogen mono-oxide 
through the means of the atmospheric pressure ionization mass 
spectrometry (hereinafter referred to as API-MS).(l) In 
API-MS, ionization is conducted within the atmosphere, and the 
result is led into a mass spectrometer which is maintained at an 
extremely high level of vacuum for detection. (2) Because the 
collision between ions - molecules, ions - ions, and molecules 
- molecules is highly active under the atmospheric pressure, 
both selective and highly efficient ionization will take place 
among mono-oxide, oxygen and others with low potential of 
ionization. Therefore, it is extremely accurate when compared 
to ordinary methods of mass spectrometry. On the other hand, 
influence by the coexisting substances as well as the 
inevitable byproducts of the reaction cause some problem. In 
this study, the influence of oxygen - an impurity within the 
test material - will be discussed while the determination of 
nitrogen mono-oxide and oxygen is attempted through the method 
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of the standard addition. 


2. EXPERIMENTATION 

2. 1 Apparatus 

The experimentation was conducted using the devices 
which were structured as shown in Fig. 1. The API-MS 
(Hitachi, M-10 model) consisting of the two-step differential 
exhaust device as the vacuum system and the tetrode type mass 
filter (UTI, model-1000) as the detection system was used as 
the spectrometer. The arrangement of the test material was 
done using the standard gas dilution device (Standard 
technology, SGGU-712 (0) type, accuracy of dilution compared 
to the full scale, +- 3%). The traps (Fig. 1: 4, 6) which 
contain molecular sieve (13X) shaped like a pellet, 1/16 
inches in diameter, were used to remove water and nitrogen 
mono-oxide from the test material. The entire tubing, with 
the exception of the traps made of glass, is made of stainless 
steel (SUS 316); the receiving part is made of the non-oxygen 
copper packing (CAJON, VCR receiving); the valves are made of 
CAJON, SS-4H in order to minimize leakage. 

2.2 Test material and the standard gas 

As the test material, high purity nitrogen gas 
contained in a cylinder (Nippon Sanso, S grade) was used; as 
the standard gas, nitrogen balance nitrogen mono-oxide 
standard gas contained in a cylinder (Nippon Sanso, 971 ppm) 
and oxygen standard gas (Nippon Sanso, 1050 ppm) were used. 

2.3 Operation and condition 
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By diluting the nitrogen mono-oxide and the oxygen 

standard gas with the high purity nitrogen gas using the 
standard gas dilution device, the test gas each of which is 
mixed with 0-2 ppm of nitrogen mono-oxide and oxygen was 
prepared. 

In the measurement of the background and the oxygen 
measurement line, the one without any trap and the one with 
two traps were measured. In the measurement of the nitrogen 
mono-oxide measurement line, the one without any traps and the 
one with a trap (Fig. 1, 4) were measured. In 3.5 and 3.6, no 
traps were used. 

The condition of the measurement, unless 
specifically mentioned otherwise, was as follows: Temperature 

of the ion source, 60 degrees C; the drift voltage between the 
first and the second gaps, 20 V; the flow volume of the test 
material, 11/ min; discharge voltage, 0.5 micro amp; the 
position of the damper of the mass filter, at the lowest 
position; speed of the scanning, approximately 0.7 AMU/s; the 
recorder chart speed, 60 mm/min. (l) 

In the determination of nitrogen mono-oxide in 3.6, 
three measurement lines - the concentration of nitrogen 
mono-oxide (0 to 0.06 ppm) vs. N0+ ion intensity, the 
concentration of oxygen (0 to o.4 ppm) vs. N0+ ion intensity, 
and the concentration of oxygen (0 to 0.08 ppm) vs. 02+ ion 
intensity - were prepared and the calculation was conducted 
according to the following sub-paragraphs 2.4 and 2.5. 
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l ig. 1 The blockdiagram of the appaiatus foi the dctci initiation of mtiogcn mono-o\ulc 
and the scheme of the atmospheric ionization mass spcctiomcter 

I High puiity nitrogen gas cylinder, 2 Nitrogen balance nmogen iimno-oxidc M 'tnd.u < I g.i (*I7I ppm) 
3 Nitrogen balance oxvqrn standard g.is (1050 ppm), l,f> Molccul.u M**vr haps, 5 ^saudtid g.is diluhi 
7 Bellows valves, A Micro ammeter, B Atmospheric, pressure lont/anon source \> \\h ilie roio i disc ban. 
elect i ode, C nnlting atc.t, 1) Q-pok mass filter, I Rutaiv pump, 1 UifTusKm pump and mi.it) pump 
O High voltage povser supply, II Q-pole power supply , l LIcctron multiplier, J Amplifies*. k Kitoukt 


2.4 Data processing 

The peak height of each mass number from the 
spectrum recorded on the chart of the recorder is read, and 
the height of the reading is called the peak intensity. The 
ratio of the peak intensity in relationship to the total sum 
of the peak intensity within the spectrum by one scanning 
shown in % is called the relative intensity. If the term 
intensity is mentioned, it means both the peak intensity and 
the relative intensity. 

The measurement was repeated 4-7 times under one 
condition. The data which are far apart were thrown out, and 
the number of the data was fixed at n each (n = 3, 5). The 
average figure excluding one each (n - 1 each) is prepared in 
the number of n each, and each average figure was made to be 
the new set of data. Using these data, the incline of the 
measurement line, the intercept of x and the errors between 
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the two are obtained through the minimum involution. (3) The 
error is obtained strictly from the fluctuation of the 
measurement figures without considering the accuracy of the 
measurement devices as well as the method of the measurement. 
The error indicates the limit (of the dependability) of the 95 
I dependability. 

2.5 Calculation of influence by concentration and oxygen 

Density of nitrogen mono-oxide and oxygen was 
obtained from the intercept of x of the measurement line. 
Furthermore, the figure which has the influence of oxygen 
subtracted according to the following formula was also 
obtained for nitrogen mono-oxide. 

/-- Co X /1 ()n;(./.-1no ■ ■•■(!) 

i.l/— /X { (<lC 0 /Co) (d.loN-o/'lo.No) 

+ (cMnoMno', } • •• • \2) 

I and dl indicate the intensity of the N0+ ions 
which increase by the presence of oxygen and its errors ; Co 
and dCo indicate the concentration of oxygen and its errors; 
Aono and dAono indicate the changes in the incline of the 
measurement line of N0+ ion intensity made by adding oxygen; 
Ano and dAno indicate the incline of the measurement line of 
nitrogen mono-oxide and its errors. 

3. RESULTS AND CONSIDERATION 
3.1 Background 

The API-spectrum of high purity nitrogen gas is 
shown in Fig. 2. The peak of [m/z = 30 and 32] is considered 
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to be N0+ and 02+. Although 15N2 , C180 and 13C170 also have 
the peak [m/z = 30], expected intensity is extremely low. By 
letting through the trap, the intensity of N0+ decreased 
considerably, but it did not completely disappear. The peak 
of [m/z = 36 and 37] is considered to be H30+0H or NH4+H2), 
H+(h 20)2. It was used as the measurement standard to check 
the volume of water within the test material. (4)(5) 

The peak relative intensity of N0+ and 02+ in Fig. 2 
was 0.06 Z and 1.3 %. The ones which was let through the trap 
recorded 0.02 % and 0.34 %. The noise level of the two was 
approximately 0.004%. 



NO 



lg. 2 Mass spectrum of lug'' pmity nitiogen gas 
without any trap 

NO* an»l O/ ,»i< «.!* crvcil ,u »• (a 30, yi 


3.2 The measurement line of nitrogen mono-oxide 

When the relative intensity is used, the measurement 
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line of nitrogen mono-oxide in the electric discharge of 0.5 
to 2 micro A showed an excellent linear characteristic within 
the concentration region of 0 - 2 ppm; however, the same 
measurement in the electric discharge of 5 micro A showed a 
slight convex curvature. As the electric discharge was 
increased, the relative intensity showed significant decrease. 
The main cause of this is due to the increase in the intensity 
of the peak other than N0+. Yet, the peak intensity of N0+ 
itself showed some decline. It is assumed that the cause of 
the above condition is as follows: The volume of N0+ ions 

does not increase too rapidly in spite of increase in the 
electric discharge even if the ionization ratio of nitrogen 
mono-oxide is close to 100 %. Also, the ion transmission 
ratio up to the detection system is lowered by the impact 
among ions because the total volume of ions is significantly 
increased . 

The sensitivity toward nitrogen mono-oxide (change 
in relative intensity of N0+ per nitrogen mono-oxide, 
additive, concentration, 1 ppm) at the electric discharge of 
0.5 micro A among those which (1) were passed through the trap 
(Fig. 1, 4) measured (6.6 - 7.2) % / NO, 1 ppm, (average 
figure 6.94 % / NO , 1 ppm, standard deviation 0.29 % / NO, 1 
ppm, sample number 3), and among those which (2) were not 
passed through the trap measured (5.8 - 7.2) % / NO, 1 ppm 
(average figure 6.4 % / NO, 1 ppm, standard deviation 0.6 % / 
NO, 1 ppm, sample number 9). Because of the extensive change 
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in sensitivity, the measurement line method is unsuitable; 
however, it is possible to conduct the determination by the 
standard addition method because of its excellent linear 
characteristics . 

The limit of the detection, considering the noise in 
the spectrum shown in Fig. 2, is about (1 - 1.5) ppb assuming 
that S/N = 2. 

The measurement line of nitrogen mono-oxide obtained 
from the peak intensity instead of the relative intensity 
showed a slight convex curvature. 

3. 3 Oxygen measurement line 

The measurement line by the relative intensity of 
02+ ion when oxygen is added in the concentration of 0 - 2 ppm 
showed a straight line within the electric discharge (0.1 - 5) 
micro A. The relative intensity declined as the electric 
discharge was increased. The reason for the decline in the 
relative intensity is considered to be the same as the case of 
nitrogen mono-oxide. Yet, the peak intensity of 02+ ion shows 
different result depending upon the condition of the 
experimentation. Some decline was observed when the trap was 
used, while some increase was observed when the trap was not 
used. The reason for the fluctuating result depending upon 
the condition of the experimentation may be due to the 
influence of water. Further study is needed to determine the 
exact cause when the purpose of the experimentation is to 
determine the volume of oxygen. 


9 



The sensitivity toward oxygen (change in relative 


intensity of 02+ per oxygen, additive, concentration 1 ppm) at 
the electric discharge of 0.5 micro A among those which (l) 
were passed through the both traps measured (12 - 15) % / 02 1 
ppm (average figure 12.9 % / 02 1 ppm, standard deviation 1.0 
% / 02 1 ppm, sample number 7), and among those which (2) were 
not passed though the both traps measured (8.6 - 12.8) % / 02 
1 ppm (average figure 10.5 % / 02 1 ppm, standard deviation 
1.5 % / 02 1 ppm, sample number 5 ). As shown above, 
influence by water is detectable, but no influence by the flow 
volume [ (0.1 - l) 1/ min] was hardly detected. The detection 
limit of oxygen from the spectrum noise of Fig. 2 under the 
condition of S/N = 2 was (0.9 - 0.5) ppb, a little better than 
nitrogen mono-oxide. 

The measurement line of oxygen obtained from the 
peak intensity showed a slight convex curvature. 

3.4 Influence of oxygen on nitrogen mono-oxide 

3.4.1 Influence upon the sensitivity of nitrogen 

mono-oxide 

The result of the measurement of the 
measurement line of nitrogen mono-oxide which was added with 
0, 0.2, 0.5 and 2 ppm of oxygen revealed that the linear 
characteristics were excellent with the exception of the 
oxygen concentration 2 ppm. It is assumed that the 
measurement through the standard addition method is possible 
even in the case where oxygen in the volume of 0.5 ppm 
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coexists . 
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3.4.2 Influence of oxygen on intensity of N0+ ion 
Fig. 3 shows changes of the relative intensity 
of N0+ as oxygen is added in the volume of 0 - 2 ppm. The 
change in the relative intensity of N0+ per oxygen additive 
concentration 1 ppm under the condition of the electric 
discharge 0.5 micro A was (0.072 - 0.13) % (average figure 
0.11 %, average deviation 0.02 %, number of samples 10). This 
influence tended to increase as the electric discharge and the 
test material flow volume showed some increase; however, it 
was not clear whether or not the passage of the traps made any 
influence. Tab. 1 shows the influence of oxygen upon nitrogen 
mono-oxide, sensitivity of oxygen and N0+ determined by each 
electric discharge as the same experimentation under the same 
condition except the electric discharge was continuously 
conducted. 

As the increase in relative intensity of N0+ 
when oxygen in the volume of 1 ppm is added is converted into 
the concentration of nitrogen mono-oxide using Table 1, the 
result showed 24 ppb, 36 ppb, 57 ppb, 107 ppb and 192 ppb., 
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Fig. 3 Calibration curve ol i\'0 + iclatiw. 

Intensity vs concentiation of ndhti\c 



Fig. 4 Calibration cuives of nitrogen rnono-o\idc 
m low concentration region with 0\>gc.i 
of various concentration 


3.5 Examination at the low concentration region 

\ 

Fig. 4 shows the measurement line of nitrogen 
mono-oxide, additive concentration of 0 - 0.06 ppm (when it is 
not passed through the traps). The vertical axis indicates 
the peak intensity, and it is determined to be a straight line 
in low concentration region as shown in Fig. 4. It is 
apparent from Fig. 4 that there is hardly no change in the 
incline of the measurement line at the oxygen additive 
concentration of 0 - 0.5 ppm. Although not shown in Fig. 4, 
the result was the same as the relative intensity was shown in 
the vertical axis. 

As explained above, the influence of oxygen, if the 
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concentration of nitrogen mono-oxide is low and the same of 
oxygen is below 0,5 ppm, merely amounts to the parallel 
shifting of the measurement line. Accordingly, the influence 
of oxygen can be removed simply by calculating and subtracting 
its contribution toward the nitrogen mono-oxide measurement 
volume by separately measuring the oxygen concentration. 

3.6 The result of the measurement of nitrogen mono-oxide 
through API-MS 

Based on the result of 3.2 - 3.5, measurement of 
nitrogen mono-oxide within high purity nitrogen gas contained 
in a cylinder was conducted. The result is shown in Tab. 2. 
Lower level electric current was found to be more suitable as 
electric discharge because it has higher sensitivity of 
nitrogen mono-oxide and oxygen and it has less influence by 
oxygen as shown in Tab. 1. Yet, considering the stability of 
electric discharge, it was decided to be 0.5 micro A. 


Tabic 2 Analytical icsults of nitmgcn muno-oxidc 
in high puiity nitrogen gas 
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The result of the measurement showed almost the same 
measurement between the method of the relative intensity and 
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the method of the peak intensity. From this result, we can 
safety conclude that the measurement can be conducted using 
the peak intensity method at the low concentration region. 
Particularly for those test material with abundance of water, 
there are peaks of which intensity is not quite stable 
presenting some problems in the case of the relative intensity 
method. In the case such as this, the peak intensity method 
is considered to be superior to the method of the relative 
intensity. 

4. CONCLUSION 

The limits in the measurement of the nitrogen mono-oxide 
through the API-MS method can be made far less by making the 
time constant of the measurement system greater or through 
integration of the measurement system; however, the limits of 
the measurement as they stand today seem to be sufficient 
enough for the measurement of the remaining nitrogen 
mono-oxide within high purity nitrogen gas. 

The result of the measurement of nitrogen mono-oxide 
compared to the figure stated in the data plate of the 
cylinder (NOx, below 0.01 ppm) appears to be a little too 
high. Since there is no other measurement figures that can be 
compared at the present moment, we are presently examining the 
feasibility of the comparison with the figures obtained 
through the higher derivative spectral absorptiometry or other 
methods. The result of the preliminary experimentation 
indicates that the above described higher derivative spectral 
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absorptiometry tends to result in almost the same or a little 
lower figures. 

The accuracy of this method largely depends upon the 
accuracy of the standard gas and the standard gas dilution 
device. For example, the accuracy of dilution of the standard 
dilution device converted into the concentration of the gas is 
+- 3 ppb, and the fluctuation of this extent is considered to 
cause changes in the result of the final measurement. When 
the condition is suitable, the accuracy of +- 1 ppb can be 
expected at the limits of dependability within 5 %. 

As for the measurement figures of oxygen, its true 
purpose is to make necessary correction in the measurement of 
nitrogen mono-oxide, and many problems such as the influence 
of water or the mixing of oxygen from the air through the pipe 
line system remain to be solved. 
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